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SUMMARY 

It is well known in the aerodynamic field that pressure distri- 
bution measurement over the surface of an aircraft model is a 
problem in experimental aerodynamics. For one thing, a con- 
tinuous pressure map can not be obtained with the current ex- 
perimental methods since they are discrete. Therefore, inter- 
polation or CFD methods must be used for a more complete 
picture of the phenomenon under study. 

For this study, a new technique was investigated which would 
provide a continuous pressure distribution over the surface 
under consideration. The new method is pressure sensitive 
paint. When pressure sensitive paint is applied to an aerody- 
namic surface and placed in an operating wind-tunnel under 
appropriate lighting, the molecules luminesce as a function of 
the local pressure of oxygen over the surface of interest during 
aerodynamic flow. The resulting image will be brightest in the 
areas of low pressure (low oxygen concentration), and less 
intense in the areas of high pressure (where oxygen is most 
abundant on the surface). 

The objective of this investigation was to use pressure sensi- 
tive paint samples from Me Donnell Douglas (MDD) for cali- 
bration purpose in order to assess the response of the paint 
under appropriate lighting and to use the samples over a flat 
plate/ conical fin mounted at 75° from the center of the plate 
in order to study the shock / boundary layer interaction at 
Mach 6 in the Von Karman wind-tunnel. 

From the result obtained it was concluded that temperature 
significantly affects the response of the paint and should be 


given the uppermost attention in the case of hypersonic flows. 
Also, it was found that past a certain temperature threshold, 
the paint intensity degradation became irreversible. The com- 
parison between the pressure tap measurement and the pres- 
sure sensitive paint showed the right trend. However, there 
exists a shift when it comes to the actual value. Therefore, 
further investigation is under way to find the cause of the 
shift. 

1. INTRODUCTION 

Based on the information that have been reported in the open 
literature, it seems that the development and utilization of 
pressure sensitive paint (PSP) promise to revolutionize the art 
of pressure measurement in wind-tunnel testing. Currently, 
hundreds of thousands of pressure orifices would be required, 
if one wants to map an entire surface of an aircraft. Since the 
pressure orifices are usually separated by a significant dis- 
tance, a continuous pressure map is not achieved. The tech- 
nique used to determine pressures between the orifices is to 
interpolate them by computational fluids dynamics (CFD)*’^. 
Therefore, a method to obtain continuous pressure data in 
wind-tunnels is necessary which would provide the informa- 
tion needed to eliminate some of the uncertainty in CFD 
models. 

The classic tap measurements of pressure distribution are very 
complex and expensive due to the model itself and pressure 
measurement techniques. However, being able to obtain a 
pressure distribution in experimental aerodynamics is very 
important since it allows the definition of flow separation 
zones, shock waves positions and load distribution. It also 
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permits the visualization of aerodynamic interference between 
aircraft components. In addition, it allows identification of 
parts of the surface which should be changed to improve the 
pressure distribution. Thus, generating a continuous pressure 
map over a surface would, indeed, revolutionize the field of 
aerodynamics. 

•5 

In 1980, Peterson and Fitzgerald proposed the oxygen 
quenching of fluorescent dyes for flow visualization in a wind 
tunnel. In their experiment, the luminescent dye was absorbed 
onto silica particles. The coating was rough and adherence 
was a problem. No attempt to quantify the result was made. 
Since mid 80's to now, quite a few papers have been pub- 
lished to demonstrate the feasibility of using this method in a 
quantitative manner. As a result, a new method of pressure 
measurement was bom: Pressure Sensitive Paint (PSP) meas- 
urement. 

What is pressure sensitive paint? Molecular photolumines- 
cence is the basis for this (new) technology. Photolumines- 
cence is a mechanism by which a molecule can lose excess 
energy by emitting a photon and return to the ground 
electronic state. During this process lower energy photons are 
emitted, i.e, the emitted light is red shifted compared to the 
excitation light. Luminescence is a broad term which encom- 
passes both fluorescence and phosphorescence. Fluorescence 
refers to the radiative transition of electrons from first excited 
singlet state to the singlet ground state (SI — > So). The 
ground state characterizes the electronic energy of the unex- 
cited molecule. The singlet excited state is formed when the 
sample absorbs light. Fluorescence has a relatively short life- 
time, approximately* 10"^ - 10"^ s. Phosphorescence is a ra- 
diative relaxation of an electron from the lowest excited trip- 
let state to the singlet ground state (Tj— >8^. The triplet ex- 
cited state is formed when the electrons in the excited state 
change their spin. Phosphorescence has a relatively long life- 
time (10 -4 -10 s). Also, due to the lower energy of the triplet 
state, the wavelength of phosphorescence is longer than that of 
the fluorescence. 

Pressure sensitive paint is based on the oxygen-quenching 
phenomenon of luminescence of specific organic luminopho- 
res. For a given excitation level, the brightness of the lumi- 
nescent material varies inversely with the partial pressure of 
oxygen and, hence, to the pressure of the air. When the PSP is 
applied to an aerodynamic surface and placed in an operating 
wind tunnel under appropriate lighting, the molecules lumi- 
nesce as a function of the local pressure of oxygen over the 
surface of interest during aerodynamic flow. The resulting im- 
age will be brightest in the areas of low pressure (low oxygen 
concentration), and less intense in the areas of high pressure 
(where oxygen is most abundant on the surface). The lumines- 


cence data can be used to map a continuous pressure field 
over/under the model under investigation. This new technique 
could potentially save both time and money for the aircraft in- 
dustry by doing away with building a separate, complicated 
pressure model. All that is needed is to apply the paint on the 
model one wishes to study and determine which data acquisi- 
tion and illumination system is best suited for the investiga- 
tion. 

2. THEORETICAL BACKGROUND 

The Stem-Volmer relation^ can be used to describe the lumi- 
nescence of a molecule in a solution that is subject to bimole- 
cular quenching by another species. According to the Stem- 
Volmer model, the rate constant for luminescence decay in the 
presence of oxygen is given by: 

K tM , = K, + K, + K q P=K 0 +K,P = r> (1) 

Where: 

Kj. = radiative lifetime of the excited 
state 

= rate of any intrinsic non- 
radiative decay process 
Kq = the quenching rate due to 
collisions with oxygen 
P - the oxygen pressure 
K„ = the intrinsic de-excitation rate in 

a 

the absence of oxygen 
t = the emission lifetime 

Another important parameter which rules luminescence in- 
tensity is luminescence quantum yield: 

<|> = (photons emitted /photons absorbed) 

K 

= — ( 2 ) 

^ total 

From equations (1) and (2) the quantum yield (J> 0 at a refer- 
ence pressure P Q divided by the quantum yield <(> at any other 
pressure P is given by: 

<ft> K a +K q P 

_ 3 ( 3 ) 

<j> K a *F K q P 0 

Since the observed phosphorescence intensity I (detected in- 
tensity) under fixed conditions of illumination is directly pro- 
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portional to the quantum yield, equation (3) can be rewritten 
as: 


K +K P 
a q 

K +K P Q 
a a 


(4) 


Using a short hand notation we have: 


= A+B 


V 


p 

v°; 


(5) 


Where: 


A = 


K 


a 


K +K P 0 
a a 


K P n 


B = 


K +K P 0 
a q 


( 6 ) 


Equation (5) is the equation that will be used in this study to 
generate a continuous pressure map with respect to the 
intensity level of the MDA paint sample. Here P is the 
pressure on the model for wind-on condition, P 0 is the known 
reference pressure (wind-off condition). Note in passing that 
A and B adds up to one. This will serve as an index of 
goodness to judge the calibration curves. A and B are the 
paint luminescence sensitivity coefficients. The ratio of the 
paint emitted intensity for wind-off over wind-on compensate 
for such phenomena like non-uniformities of the illumination 
intensity and the coating thickness of the sample. It should, 
also, be pointed out that the paint luminescence sensitivity 
coefficients (A and B) are temperature dependent. 


Now let's go one step further with the above equations since 
aerodynamicists usually use a dimensionless pressure, Cp 
termed the pressure coefficient, in assessing the influence of 
the different aerodynamic parameters. The equations above 
can be written in such a way that the dimensionless parameter 
Cp can be obtained. Cp is defined as: 
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(7) 


where: 


P = static pressure at the surface of 
the model 

P^ - static pressure in the wind tunnel 
- tree-stream density in the wind 
tunnel 

= free-stream velocity in the wind 
tunnel 


So, let's write equation (7) in such a useful form so that either 
C or P/P Q can be calculated depending which one is known. 
Here, the subscripts below mean the following: 

o = ambient or stagnation condition 
outside the wind tunnel 
oo = free-stream condition of the air in 
the wind tunnel just ahead of the 
model 

The following relations will be used: 


P - pRT, equation of state 
c? = y (P/p ) , speed of sound 
M = V/a, Mach number 


( 8 ) 

(9) 

( 10 ) 


where: 


7 = Cp / c y , specific heat 

Now substitute equations 8 to 10 into equation 7 we obtain: 
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( 11 ) 
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where from isentropic relation: 
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Therefore, from equations 11 and 12, p/p 0 or Cp can be cal- 
culated for any M^. It needs to be pointed out here that P/P 0 

is the quantity that will be obtained from the calibration of the 
PSP sample once the image is digitized. However, if one 
wishes to convert P/P 0 to the Cp form for comparison with 
published data, equation 1 1 provides that flexibility. 

3. PSP STRUCTURE 

Pressure sensitive paint (PSP) usually consists^ of four poly- 
meric layers* which are applied consecutively to the model 
surface. These layers are: 

® Screen Layer 

• First Adhesive Layer 

• Second Adhesive Layer 

• Active Layer 

The Screen Laver : is composed of special white paint which 
creates an optical uniformity on the surface of the model and 
increases the reflection of light. This layer also creates a 
chemical and physical separation between the model and the 
active layer so that the nature of the model does not influence 
the properties of the PSP. The thickness of the screen layer is 
approximately 25 micrometers (see fig. 1). 

The Adhesive Lavers : are applied to assure adhesion of the 
active layer to the model. The thickness of each adhesive layer 
is about 10 micrometers. 

The Active Laver : consists mainly of two compounds; one be- 
ing polymer which is highly permeable to oxygen and the 
other being the specially developed luminescence lumino- 
phore which is dispersed within the polymer. The thickness of 
this layer varies between 5 to 15 micrometers. 

4. PAINT CHARACTERISTIC 

The paint chemistry formulation will not be discussed here 
since it is MDD' proprietary. In general, the compounds used 
for the chemical composition of the pressure sensitive paint 
are based on fluorescence (or phosphorescence) quenching. 
The characteristics that they all share are the following: they 
must be stable (since time is needed to make the desired 
measurements), they must luminesce, their luminescence must 
be quenched by oxygen, the luminescence, in addition, must 
have the appropriate life-time. The compounds which have 
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such characteristics^ are polycyclic aromatics (pyrene, de- 
cacyclene, fluoranthene, benzoperylene, ect..), porphyrins, and 
organic metal complexes of ruthenium, osmium, iridium, and 
platinum. The paint composition must contain a suitable 
binder (such as silicones, polyvinyl, polychloride, polymethyl, 
polymethacrylate, polyurethane, polystyrene, ect...) or matrix 
for immobilizing the compound, and it must be amenable to a 
suitable application method such as brushing or spraying. The 
samples used for this study belong to the MDA FP2B family 
of Me Donnell Douglas paints and they are excited in the 
visible blue band. Nominal excitation band for the paint is 
400-500 nm. It can be excited by both light source and laser. 
Possible light sources are: Xenon arc, tungsten-halogen. Laser 
source: argon ion laser. 

The paint luminesces in a band of wavelengths centered at 
600 nm. The light source must be filtered so that it emits no 
light in the luminescence band. Thus, a colored glass long 
pass filter was installed in front of the camera lens which 
passed wavelengths from 530 nm up. It should be stressed that 
the filter must remove all light except that emitted by the 
paint (paint luminescence). In case that lamps are used to 
excite the paint, additional filters need to be used in front of 
the lamps, but, for this investigation, only the argon ion laser 
was used for excitation. 

The paint sample was sprayed on a thin copper plate since it 
could not have been sent to VKI in liquid form because it is 
flammable. Therefore, a lot of care was taken in glueing the 
thin copper plate containing the paint on the flat plate 
mounted with the conical fin model. The thin copper plate 
was glued on the plate using a 3M 467MP Hi performance 
double sided heat resistant adhesive. 

5. EXPERIMENTAL SETUP 

The PSP, illuminator, and detectors were demonstrated with a 
bench-top apparatus (see fig. 2) that used a small pressure 
vessel to test the response of the paint. The front wall of the 
vessel was made of glass, to allow optical access for illumina- 
tion and detection. The opposite wall was coated with PSP 
sample and the pressure in the vessel was varied using a vac- 
uum pump and bleed valves. The response of the paint at dif- 
ferent pressure levels was then detected and evaluated. These 
levels corresponded to pressure levels expected for the VKI 
H3 hypersonic wind-tunnel which was used for the shock / 
boundary layer interaction experiment (see ref. 8). 

6. EQUIPMENT USED 

The paint surface was excited using a 5 watt argon ion laser 
(Spectra Physics- Stabilite 2017-05) which provides a maxi- 
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mum of 2 watts net power output with a wavelength of 514 
nanometer. The paint emission data was acquired with a 10 
bit IVC-500 CCD video camera, using an fl .4/ 16 mm and a 
25 mm lens, equipped with a colored glass long pass filter 
(Melles Griot: 03FCG087- OG550), chosen such that it passes 
only the paint's emission (the paint response peaks at 600 
nanometer) wavelength. The camera was equipped with an 
internal infrared filter and the automatic gain control of the 
camera was disabled so that consistent light intensity was 
obtained throughout the test. The camera was co-located with 
the laser, and the output was digitized at 512x512 pixel 
spatial resolution and 8 bit grey level resolution using the VKI 
(see fig. 3a) image processing facility (DIP) equipped with a 
frame grabber board mounted to the VAX computer. A 
microscope lens with a diameter of 8.5 mm and a 
magnification factor of 20 was used in front of the laser in 
order to expand the beam so as to achieve a full coverage of 
the sample. A calibration chamber with optical access and 
equipped with a pressure gauge was used with the paint 
sample glued to the wall opposite of the optic glass wall. A 
mercury manometer was used to measure the pressure level in 
the calibration chamber. A pump was used to create a 
vacuum condition in the calibration chamber. A Sony U-matic 
video tape recorder and a TV monitor were used for data 
recording and monitoring. For some tests, an autonomous 
image data acquisition (see fig. 3b) and image processing 
system (PC-scope: the use of direct digital image storage) was 
used, with the purpose of eliminating the noise possibly 
associated with the magnetic tape recording. To assess the 
temperature effect on the sample response, a copper-cons tan- 
tan foil thermocouple was placed in the back of the flat plate 
containing the sample inside the chamber and a feed-throught 
cable via a hole drilled in the center of the calibration cham- 
ber was connected to a voltmeter and a pen plotter. The tem- 
perature source incorporated a heating device connected to a 
copper belt containing kapton strip heaters which was 
wrapped around the outside of the calibration chamber for 
heating purposes. An ammeter was used to control the current 
supply. 

7. DATA ACQUISITION PROCEDURE 

1 . Vacuum condition was established (using a pump 
and a mercury manometer) in the calibration cham- 
ber 

2. A completely dark environment was established for 
the entire duration of the test (only the laser light 
was on) 

3. Camera gain and aperture and laser power level 
were adjusted to avoid saturating the sample 
response 


4. Laser net power output was measured (with a power 
meter) 

5 . A dark current (camera noise) image was recorded 
with the cap on the camera lens with all light source 
off (including the laser) 

6. Laser light was turned back on but all other light 
sources were off 

7. The sample response image for the vacuum point 
was recorded, then, 

8. A new pressure (point) was set by using a valve bet- 
ween the mercury manometer line and the pressure 
vessel container 

9. Once the desired new pressure point was set on the 
manometer scale, an image was recorded for that 
point 

10. The same procedure of steps # 8-9 was followed for 
each new point until all the desired pressure points 
were obtained 

1 1 . Finally, an atmospheric pressure point was recorded 
for the reference pressure point (the intensity 
reference point) 

8 DATA REDUCTION PROCEDURE 

1 . The experimental data recorded on a magnetic tape 
was imported to the DIP environment fordigitization 
(see fig. 3a ) 

2. The VAX environment was coupled with a frame 
grabber for the digitization 

3. The image for the vacuum point was displayed on 
the frame grabber and a set of x-y coordinates were 
chosen on one segment of the displayed image 

4. The dark current (camera noise) image was next 
displayed on the frame grabber. The same x-y co- 
ordinate chosen in step 3 was set on that image as 
well and pixels averaging was done in the area 
where the x-y co-ordinate was set 

5. The image for the vacuum point was redisplayed on 
the frame grabber and the dark current (camera 
noise) image was subtracted from it (the vacuum 
point image) 

6. The new image (without the camera noise) for the 
vacuum point was displayed on the frame grabber 
and the previously chosen x-y co-ordinate was 
located, then, the intensity value for this image was 
read from the VAX terminal 

7. The next image for the next pressure point was 
displayed on the frame grabber, the same procedure 
of steps 5-6 was carried out in order to read the 
intensity value for that image 
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8. The same procedure was carried out for each 
pressure point chosen. At the end, one ended up 
with intensity values and pressures correspondence 

9. DISCUSSION OF CALIBRATION TESTS 

9.1 Background 

For this study several calibration tests were performed in or- 
der to assess some of the characteristics of the paint using an 
argon ion laser as the exciting source light. Two PSP samples 
of the same family were tested. The first one, which will be 
referred to as sample A, was tested to quantify the sample re- 
sponse under appropriate lighting as the pressure level was 
varied. Also, tests were conducted to assess sample degrada- 
tion due to long time exposure to the excitation source, and 
camera noise influence on the data accuracy. All the experi- 
mental data were recorded on a U-matic magnetic tape (see 
fig. 3a). For the second sample (sample B), tests were con- 
ducted to assess not only the sample response but also to 
quantify the effect of temperature on the sample response 
(since the PSP luminescence coefficients A and B are tem- 
perature dependent). Also, more measurements were taken to 
quantify the noise contribution of the chain measurement 
which will undoubtedly decrease data accuracy. To carry these 
tests, PC Scope Image Acquisition / Processing System and 
the temperature equipment (which was described in section 6) 
were added to the original set-up (see fig. 3b). In this chapter, 
the results of sample A will be presented and discussed, then, 
the results for sample B will follow. 

The values of the sensitivity coefficients (A and B) of equa- 
tion (5) were obtained by measuring the pressure and tem- 
perature response of a representative luminescence paint 
sample over the range of conditions that was expected to be 
encountered in the H-3 wind tunnel test. A sample of the paint 
was placed in the calibration chamber and illuminated in its 
exciting wavelength range with an argon ion laser and its re- 
sponse was recorded. A wrap around heating belt was used to 
heat up the calibration chamber to temperatures of 15° and 
35° C above ambient and a foil thermocouple was placed in- 
side the calibration chamber in the back of the plate contain- 
ing the paint sample so as to investigate the temperature in- 
fluence on the paint response. The emitted intensity of the 
paint was measured over a range of pressures of 0 to 14 psia. 

9.2 Paint Intensity Response (Sample A): Ambient 
Condition 

Figure 4 shows the luminescence of the pressure sensitive 
coating (in an area of 5 pixels in the x and y direction where 
there was no variation in the intensity value), once exposed to 
oxygen and appropriate lighting. As the pressure increased, 


the intensity of the light emitted by the molecules decreased 
as a consequence of oxygen dynamic quenching. 

Since the equation that is being modelled here is equation 5 
(see the theoretical part), one expects to obtain a linear re- 
sponse of the intensity ratio as the pressure ratio is varied. In- 
deed, figure 5 shows that linear dependency of intensity ratio 
with pressure. In that figure, intensity ratio is plotted versus 
pressure ratio. The intensity ratio effectively cancelled out the 
effects of light non-uniformity and variation in paint coating 
thickness, thus, improves data accuracy. P atm is the known 
atmospheric pressure recorded before the test, P (the pressure 
that is being varied) also is a known pressure since it is set 
using the valve/manometer. is the reference image in- 
tensity recorded at the known atmospheric pressure and I is 
the image intensity recorded for P (pressure) set using the 
valve/manometer. From that figure, the slope and the intercept 
were found to be: A = 0.9497 and B = 0.0576 . Theoretically, 
A + B is expected to be 1 (equation 6). The result obtained 
matched rather well with the expected theoretical prediction. 
It can clearly see from the plot that up to a pressure ratio of 
0.55, the points match the curve fit quite well. Past that 
threshold, data scattering is noticeable. The reason is the fol- 
lowing. At vacuum the response of the paint (in term of lumi- 
nescence) peaks out and can, therefore, easily be detected by 
the charged-coupled-device detectors (CCD) . As the pressure 
increases (close to atmosphere), the paint response is bearly 
noticeable, thus, it is much more difficult to get accurate 
reading from the CCD camera because the Signal to Noise 
Ratio (SNR) of the camera decreases which implies that the 
reading is polluted by the camera noise. Of course, that can be 
avoided by using a better grade CCD (12-14 bits), but at a 
higher cost. 

The error approximation (figure 6) shows exactly the effect 
just discussed above. The error band estimation is very good 
near vacuum condition, but shows excessive scattering above 
pressure ratio of 0.50. 

To improve the accuracy of the data, the reference intensity 
was chosen at vacuum condition (where the paint luminesces 
the most) instead of the atmospheric reference condition. Fig- 
ure 7 clearly shows that there is an improvement in the scat- 
tering at high pressure, most of the data point match very 
well the curve fit. 

The test was repeated three times for repeatability purpose. 
Figure 8 shows the result of all the three tests performed. The 
same trend is obtained for all the three test; scattering of the 
data points past a pressure ratio of about 0.50. The result 
shown in figure 8 is for the atmospheric reference point con- 
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dition, the scattering due to camera noise for all the cases is 
clearly noticeable. 

Second, the paint was tested for degradation over time. The 
procedure was as follows. The laser beam continuously lit the 
sample over a period of forty five minutes. An image was re- 
corded each minute while keeping the pressure constant over 
the forty five minutes exposure time of the paint to the con- 
tinuous excitation. Figure 9 shows the result of the test. No 
significant degradation was observed in the paint intensity re- 
sponse during the forty five minutes. From a curve fit, the rate 
of degradation of the paint was found to be on the average of 
0.3 pixel per minute. For all practical purposes that low rate 
of degradation can be neglected when taking into account 
camera noise influence, light source instability, and that only 
40 frames were averaged (see fig. 12). But more importantly, 
in a real test case the excitation source light will be on for 
about 15 seconds maximum to acquire one data point, thus, 
degradation would most likely not be of concern. For compari- 
son purposes, some of the pressure sensitive paints that are 
excited by UV light degrade** by 40 to 60 % in intensity after 
one hour of continuous exposure to the UV light. 

Third, the CCD camera noise characteristic was also assessed 
to quantify the noise contribution. Figure 10 shows the CCD 
random noise in both spatial and temporal. This is important 
to know since at high pressure (atmospheric), the intensity re- 
sponse of the paint is very low (low luminescence), thus, the 
camera noise influences significantly the result. Also, figure 
10, points out something else. As mentioned earlier, a dark 
current noise image (camera with cap on) is taken at the be- 
ginning of the test and that image is subtracted from each data 
point to eliminate the camera noise, figure 10 shows the need 
for taking a dark current noise image for each point and then 
subtracting it from that particular data point in order to in- 
crease data accuracy. 

9.3 Effect of Several Frames Averaged 

For all of the figures presented above, only one frame was 
used in digitizing the data. Such procedure most likely intro- 
duces some inaccuracy in the result since there could be any- 
where between 2 to 15 pixels intensity level from frame to 
frame. That difference is due partially to the light source 
instability, but mainly from the CCD camera random noise. 
Therefore, to improve the results forty frames were averaged. 
Figures 11 to 13 show the results. Indeed, when comparing 
figures 11, 12 and 13 with figures 5, 9 and 10 respectively 
(they are the same tests), the decrease in data scattering past a 
pressure ratio of 0.50 is clearly noticeable. Thus, a much 
better fit of the data was obtained. The averaging benefit is 
even more pronounced when figures 12 and 13 are compared 


with figures 9 and 10 (same tests the only difference is that 40 
frames are averaged in 12 and 13 ). The randomness in 
camera noise is tremendously smoothed out by the averaging 
process. 

9.4 Paint Intensity Response (Sample B): Ambient 
Condition 

From this point on, the result of sample B tests will be dis- 
cussed. First, lets point out the difference in data acquisition 
between sample A and sample B. For sample B, PC-Scope 
and an internal VKI program were used to acquire the image. 
PC-scope controlled the camera, the VKI program controlled 
the image acquisition mode such as camera gain, offset, num- 
ber of frames to acquire for one image (since only one frame 
can be acquired with PC-Scope). The experimental data were 
recorded directly to the internal PC drive in digitized form 
rather than acquiring the data on magnetic tape and then digit- 
ize them. 

Figure 14 shows again the linear dependency of intensity ratio 
on pressure ratio which is a confirmation that indeed the Stem 
Volmer relation accurately models the paint response. Also, 
that figure shows that good repeatability can be obtained from 
sample to sample using the same batch which is something 
important to know since usually one sample is used for 
calibration and another one for the test. For this ambient cali- 
bration curve, the paint sensitivity coefficients were found to 
be: A = 0.1093 and B = 0.8991. 

The error approximation curves (fig. 15 and 16) show the 
same trend discussed earlier in regard to camera random noise 
polluting the data accuracy at the higher end of the curve 
(starting at a pressure ratio of 0.6). However, with the addi- 
tion of PC-Scope much less scattering is seen even in the 
higher end of the curve (close to atmospheric condition) com- 
pared to the previous work that was done without the use of 
PC-Scope. The increase in accuracy is attributed to the elimi- 
nation of noise associated with the magnetic tape. 

9.5 Paint Intensity Response: With Temperature 
Effect 

Since the test was going to be performed at Mach 6, the model 
surface temperature was expected to rise significantly. There- 
fore, it was judged necessary to quantify the influence of tem- 
perature on the paint response in order to make correction for 
the paint sensitivity coefficients (A and B). For the test case, 
an overall temperature increased of 15.7 C was recorded from 
the thermocouple that was inserted behind the flat plate con- 
taining the paint. Figure 17 is a calibration curve showing the 
influence of temperature on the paint sensitivity coefficients 
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for 15.4 C above ambient. Compared to the ambient case, 
here, A was found to be 0.4049 and B to be 0.6281. Thus, the 
slope of the curve when temperature is taken into account, 
decreases from 0.8991 to 0.6281 and the intercept increases 
from 0.1093 to 0.40490. Since the slope decreased in the case 
of temperature, that would yield a lower intensity response. 

The error approximation for the case of temperature influence 
is shown in figure 18. One thing that is clearly seen from 
these figures compared to the ambient condition case is the 
fact that at a pressure ratio of 0.1, the error approximation is 
much higher than for the ambient case but approximately the 
same by the time a pressure ratio of 1 is reached. The reason 
is because the Stem Volmer linear approximation response 
does not hold any longer when temperature effect is dominant 
at the low pressure (near vacuum). 

Since the rise in model surface temperature for the Mach 6 
case was known due to prior testing carried out using the in- 
frared technique for the same model, tests for temperature in- 
fluence were conducted from ambient up to a temperature of 
30 °C above the ambient condition. Figure 19 shows the result 
of such test. Again, it can be seen at low pressure that the lin- 
ear response predicted by the Stem Volmer relation is no 
longer valid. Also, the figure shows that the intensity ratio in- 
creases as temperature is increased above ambient. However, 
that does not mean that the raw intensity level of the paint it- 
self increased. In fact, it is quite the opposite. Figure 20 illus- 
trates the point quite well. In that figure the intensity response 
level (not the ratio) is plotted versus the pressure. As it is 
clearly seen, the intensity level decreases with increasing 
temperature. From the ambient condition, a peak intensity of 
185 pixel value is obtained, by the time a temperature of 30 0 
C above ambient is reached, the peak intensity is dropped to 
only 88 pixel value. 

After all these works were conducted, the preparation of the 
model was done and testing at the VKI H-3 wind tunnel was 
underway. An unexpected thing happened. The paint was no 
longer responding as expected to the exciting light source. In 
other words, it was impossible to saturate the paint even with 
a 2 watts net laser power output whereas before about 24 
milliwatt net power output was required for near saturation. 
Since the paint lost almost all its sensitivity after the 
temperature tests, the only logical answer to the non- 
saturation problem was that the paint degraded in an 
irreversible manner. That was confirmed by placing a small 
unused strip of the same sample next to the sample tested for 
temperature effect once the laser was switched on. At about 
25 milliwatt, the small strip sample was totally saturated 
whereas the sample tested for temperature effect was not 
responding at all to the exciting source light at such low laser 


power setting. Therefore, another calibration tests were done 
to investigate to what extent the paint actually degraded since 
no such phenomenon has been reported in the literature so far. 

9.7 Irreversible Degradation of the Paint Sample 

Figures 21 and 22 show the result of the degradation test. 
Figure 21 presents the result in the intensity ratio vs. pressure 
ratio format while figure 22 characterizes it in term of pixel 
value vs. pressure so that the magnitude of the degradation of 
the paint can be seen. Both curves show the intensity response 
of the paint before degradation (intensity response for the 
ambient condition) and intensity response after the tempera- 
ture tests were conducted. The peak intensity for the ambient 
condition has a pixel value of 185 while it has a value of 21 
after the temperature tests were conducted. Thus, the paint 
degraded by 88.65%. What is even much more important to 
point out is that the degradation is totally irreversible. 

9.8 Calibration Test Conclusions 

The conclusions drawn from the calibration curves show 
above are the need to average several frames (between 40 to 
100 frames) for each data point (including the camera noise) 
in order to improve data accuracy. Also, since camera noise is 
random in time and space, an averaged dark current image 
must be taken for each data point and then subtracted it (the 
averaged dark current image) from that particular point 
(averaged image). Finally, temperature effect must be taken 
into account (mainly in the case of hypersonic flows) in order 
to accurately capture the phenomenon being investigated as 
was shown above. These will be the procedure followed in 
carrying out the experimental test in VKI-H3 wind tunnel. 

10. H-3 EXPERIMENT 

10.1 Description of the H-3 Facility 

The VKI hypersonic tunnel H-3 is a blow down facility with 
an axisymmetric nozzle giving a uniform Mach 6 free jet 12 
cm in diameter. Air is supplied from a pebble-bed heater at 
stagnation pressures from 7 to 35 bar; the maximum stagna- 
tion temperature is 900 K. Reynolds number may be varied 
from 3x10^ to 30x1 0^/m. The test section contains a three- 
degree-of-freedom traversing mechanism for model and/or 
probe support, as well as a variable incidence mechanism (-5 
to +5 degrees). A mechanism for rapid injection of models is 
available which will be used in this investigation to inject the 
model once the flow is established. The tunnel is equipped 
with mechanical scanivalves or electronic scanners for 
pressure measurements and a three-component strain gauge 
balance (see fig. 23). 
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10.2 Description of the Model 

The occurrence of striations is observed downstream of the 
side fuselage reattachment line of the space shuttle Orbiter at 
high angle of attacks at hypersonic speed. To study the com- 
plex flow structure in that region the geometry is 
approximated by assuming the side fuselage of the Orbiter as 
a flat plate and its wing as a fin. For this study the flat plate is 
made of steel and its dimensions are 210 by 100 mm (length x 
width). A steel section forms the leading edge and extends all 
the way back to the trailing edge where it forms the interface 
to the model support. The fin is made of brass and it is 
mounted perpendicularly 75 mm downstream of the leading 
edge at an angle of attack of 40°. The fin is conical and has a 
maximum thickness of 5 mm, a height of 26.8 mm and a 
length of 100 mm. The sweep back angle investigated is 75° 
which is the most atrocious condition for this geometry (see 
fig. 24). 

10.3 Experimental Setup in H-3 

The same set up that was used for the calibration runs (in 
terms of equipment) which was described in section 6 was 
used for the H3 tests, except that the complete model was 
mounted on the injection system instead of just the flat plate 
in the case of the calibration runs. 

11. DISCUSSION OF H-3 TEST 
11.1 General Background 

For the H-3 test, a scanivalve pressure system was installed in 
the wind tunnel in order to track accurately the reference pres- 
sure. The system is made up of two scanivales each one con- 
taining 32 pressure ports ( a total of 64 pressure ports) sam- 
pling 200 data points in five seconds. A PC was used to 
monitor the system. The paint active area was confined to 170 
mm in length (20 mm away from the plate leading edge and 
likewise from the trailing edge) and 100 mm in width. The 
model was sting mounted in the wind tunnel and the leading 
edge of the flat plate was positioned at 12 mm from the nozzle 
exit. 

For the test, the flow condition was first established, then, the 
model was injected into the flow. Once the tunnel chamber 
pressure was no longer fluctuating, image acquisition was in- 
itiated via an internal VKI program which was linked to PC 
Scope. Twenty images were taken for each test conducted in 
order to be able to average the images. Image acquisition per 
test lasted 14 seconds for the 20 images. For the reference im- 
age (20 images), the VKI H-3 wind tunnel was pumped down 
to near vacuum (between 7 to 10mm Hg) since a vacuum ref- 
erence image was judged to be more appropriate than an at- 


mospheric one due to the limitation in resolution of the CCD 
camera at high pressure ( that fact was pointed out early on in 
the calibration discussion part). The test discussed here was 
performed at a tunnel chamber pressure of 30 bar and a tem- 
perature of 530 K. The injection transient time for the H-3 is 
about 20 to 50 millisecond. That should be added to the total 
time of the test since heating does play a role during that 
transitional state. The H-3 wind tunnel uncertainties associ- 
ated with such condition are: 30 bar +/- 1 % stagnation pres- 
sure and stagnation temperature of 540 +/- 0.1 K. The Mach 
number is 6 +/- 0.1. A copper constantan foil thermocouple 
which was connected to a pen plotter was inserted within the 
plate on which the conical fin and the pressure sensitive paint 
were positioned in order to assess the temperature change 
during the test. 

For the data reduction four transversal lines were chosen for 
analysis since there exists substantial pressure tap measure- 
ment data for the model used. The transversal lines were cho- 
sen at an axial (longitudinal) position of 90, 115, 140, 200 
mm respectively from the leading edge of the flat plate. Three 
of the transversal lines chosen started from the conical fin at 
the specified x-location, and then moved away from the body 
to the free-stream zone. The 200 mm one was made 30 mm 
away from the trailing edge of the conical fin (10 mm away 
from the trailing edge of the flat plate). All the transversal 
lines were chosen on the expansion side of the model since 
most of the change in terms of pressure was expected to be 
taken place in that zone. 

11.2 Comparison Between Pressure Sensitive Paint and 
Tap Measurement 

Since pressure tap measurement data are available for the 
model used, they will be used as a basis for comparing the re- 
sults obtained using the pressure sensitive paint. The results 
shown using pressure sensitive paint are plotted in the flat 
plate physical dimensions. However, only the active area 
(where the pressure sensitive paint was laid) is taken into 
consideration even though all the transversal lines position are 
referenced from the leading edge of the flat plate. 

Figure 25 shows the comparison between the pressure tap and 
pressure sensitive paint measurements. The square symbol 
represents the pressure sensitive paint and the diamond shape 
symbol represents the pressure tap measurement. The y-coor- 
dinate represents the physical location on the flat plate for a 
specific x location. In this case, the x-position chosen was lo- 
cated 200 mm from the leading edge of the flat plate (or 10 
mm away from the trailing edge). For a y-value of 80, this is 
on or close to the conical fin model. And for a y-value of 20, 
this is in or close to the free stream. The x-coordinate repre- 
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sents the pressure which is normalized by the free stream 
pressure (1931 n/m^). As it is clearly seen, there is a signifi- 
cant difference between what is measured by the pressure tap 
and the pressure sensitive paint. However, it can be seen that 
both data set show the same trend; the peaks and valleys 
match very closely except that there is a shift when it comes to 
the actual value itself. The reason of this shift is still elusive 
up to this moment. Therefore, all the possibilities (causes) are 
being looked into to determine the reasons why. The causes 
being looked into are whether there is a systematic error, a 
much greater temperature influence than recorded due to the 
use of the adhesive to glue the PSP sample to the flat plate, 
the camera resolution not good enough to detect the actual 
change in intensity for a change in pressure or could it be an 
aging effect on the paint since the samples were used after a 
year after being sprayed on the copper sheets. For this test a 
localized bulk temperature change of 15°.7 was recorded from 
the thermocouple reading. Due to the adhesive layer this may 
not accurately reflect the temperature of the paint. 

Figures 26 and 27 show exactly the same trend with figure 25. 
They were done for a x-position of 140 and 115 mm away 
from the leading edge respectively. The peaks and valleys 
seem to coincide but the data is shifted by approximatively the 
same factor as in figure 25. This leads to the conclusion that a 
systematic error is present or paint aging might be a factor 
that needs to be considered. 

113 Camera Resolution Assessment 

Figure 14 is the calibration curve redone taking into account 
only the pressure range in which the H-3 test was performed. 
Figures 15 and 16 represent the approximate error or the error 
band associated with figure 14. From these three figures one 
clearly sees that the scattering in the lower part is much lower 
than in the upper part of the curve which is the trend that was 
expected. Also, looking closely at the data one can see that the 
camera can, indeed, pick up the correct signal since the vari- 
ation for a certain change in pressure correspond to a certain 
variation in intensity. The variation in intensity over the pres- 
sure range the test was performed is about 15%. The CCD 
camera used for the test is able to pick up such a change in 
intensity. Therefore, this put to rest the possibility that camera 
resolution could explain why there exists a shift in the data 
obtained using the pressure sensitive paint technique. 

All the other possible causes mentioned earlier that might 
have caused the shift between the expected values for the 
pressure ratio and the obtained values are currently under 
more investigation in order to pinpoint exactly which one is 
responsible for the shift since the uncertainties associated 
with the experimental data and the facility used are too low to 


make up for the difference percentage wise between the tap 
measurement and the PSP measurement. 

12. FUTURE WORK 

This study has bearly scratched the surface of what needs to 
be accomplished in this new field. It has raised more ques- 
tions than giving answers. For example, answers need to be 
found to the question raised in this study as to what is the 
temperature threshold at which the paint degradation becomes 
irreversible? Also, how long can the paint be exposed to such 
temperature before its degradation becomes irreversible? 
Other questions like: is that irreversible degradation paint 
(chemistry) dependent? Does the thickness of the paint itself 
play any role in all these? Last, but not least, what is the role 
of paint aging, if any? As one can see more work needs to be 
done in order to answer these questions and the ones that will 
come up in the process of finding answers to the questions 
formulated above. 

13. CONCLUSION 

For this study, the calibration curve obtained using the sam- 
ples from McDonnell Douglas agreed with the linear response 
predicted by the Stem Volmer relation when no temperature 
effect is present. However, in the case of temperature effect 
(which is the case for hypersonic flows), the study showed 
that the Stem Volmer relation is no longer valid in the lower 
part of the curve (but still good past a certain point). There- 
fore, a second order or better yet a third order of the Stem 
Volmer relation must be used in order to accurately determine 
the paint sensitivity coefficients (A and B). In addition, it was 
shown that the paint degraded in an irreversible manner past a 
temperature threshold when exposed over a period of time 
(this has not been reported so far in the literature). Camera 
noise was shown to be important and the benefit of averaging 
images was clearly shown. Finally, tests at hypersonic speed 
(Mach 6) were performed to investigate the shock / boundary 
layer interaction for a flat plate / cone fin configuration model 
and the results were compared with the tap measurement 
technique. 

The test result is for the moment inconclusive since there is 
an unexplainable shift in the result obtained using the pres- 
sure sensitive paint compared to the result obtained using the 
tap measurement technique. However, the trend for both pres- 
sure sensitive paint and tap pressure measurement agreed very 
well. Further work is under investigation to find the cause (s) 
of the shift in the data. 
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Fig. 2: Pressure Sensitive Paint Calibration Setup 
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Fig. 3a: Image Digitization Environment 
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Fig. 1: Generic Pressure Sensitive Paint Structure 


Fig. 3b: Image Acquisition Environment 
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Fig. 4: PSP Raw Intensity Response with Pressure Variation 
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Fig. 7: Intensity Ratio vs. Pressure Ratio Using Vacuum 
Reference Point 
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Fig. 5: Intensity Ratio vs. Pressure Ratio 



Fig. 8: Pressure Ratio vs. Intensity Ratio for Three Calibration 
Runs (Repeatability) 
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Fig. 6: PSP Calibration Error Approximation 
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Fig. 9 : Intensity Value vs. Time (PSP degradation 
characteristic) 
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Fig. 10: Intensity Value vs. Time (CCD noise characteristic) Fig- Intensity Value vs. Time for the CCD Noise 

Characteristic (40 frames averaged) 
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Fig. 14: Intensity Ratio vs. Pressure Ratio (calibration curve) 



Fig. 12: Intensity Value vs. Time for the Paint Degradation 
Characteristic (40 frames averaged) 



Fig. 15: Error Approximation Pressure RatiO) measure( j . 
calculated vs. Intensity 
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Fig. 16: Error Approximation Intensity Ratio^ measure< j_ 
calculated vs. Pressure Ratio 
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Fig. 19: Temperature Effect on Paint Intensity Response 
(intensity ratio vs. pressure ratio) 
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Fig. 17: Temperature Effect on Paint Sample Intensity 
Response 


Fig. 20: Temperature Effect on Paint Intensity Response 
(raw intensity level vs. pressure) 



Fig. 18: Error Approximation (with temperature effect: 
T=15.4 °C above ambient condition) 
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Fig. 21: Paint Degradation Due to Temperature Effect 
(intensity ratio vs. pressure ratio) 
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Fig. 22: Paint Degradation Due to Temperature Effect 
(raw intensity vs. pressure) 


Fig. 25: Pressure Sensitive Paint and Pressure Tap 
Measurement at a Position X = 200 mm 



Fig. 23: Schematic Diagram of VKI H-3 Wind Tunnel 
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Fig. 26: Pressure Sensitive Paint and Pressure Tap 
Measurement at a Position X = 140 mm 



Fig. 24: Schematic of the Flat Plate/ Fin Configuration Model 
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Fig. 27: Pressure Sensitive Paint and Pressure Tap 
Measurement at a Position X = 1 15 mm 
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